Digital hardware in radiography and fluoroscopy.
Computer hardware associated with digital radiographic and digital fluoroscopic systems commonly includes an analog-to-digital converter, an image processor, a digital disk, and a digital display device. This article reviews the features of these components, highlighting their effect on image quality and system performance.